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Sensing using differential surface plasmon ellipsometry
I. R. Hooper and J. R. Sambles
Thin Film Photonics, School of Physics, University of Exeter, Exeter, EX4 4QL, United Kingdom

(Received 18 March 2004; accepted 9 June 2004)

In this work a differential ellipsometric method utilizing surface plasmons(SPs) for monitoring
refractive index changes, which could be used in chemical and biological sensors, is presented. The
method is based upon determining the azimuth of elliptically polarized light reflected from a
Kretschmann SP system, resulting from linearly polarized light containing bothp ands components
incident upon it. The sensitivity of this azimuth to the refractive index of a dielectric on the
nonprism side of the metal film is demonstrated both experimentally and theoretically. The smallest
refractive index change which is resolvable is of the order of 10−7 refractive index units, although
it is believed that this could be improved upon were it not for experimental constraints due to
atmospheric changes and vibrations. The method requires the Kretschmann configuration to be
oriented at a fixed angle, and the SP to be excited at a fixed wavelength. With no moving parts this
method would be particularly robust from an application point of view. ©2004 American Institute
of Physics. [DOI: 10.1063/1.1778218]

I. INTRODUCTION

The use of optically excited surface plasmon resonances
(SPR) as chemical and biological sensors was demonstrated
by Nylander and Liedberg in 1982,1,2 and since then there
has been a considerable amount of work dedicated to the
development of sensors based on SPR methods.3 In general,
such sensors work by detecting changes in the refractive in-
dex (or equivalent thickness of an overlayer) in the local
environment of the active surface plasmon(SP) medium due
to changes in the refractive index caused by some chemical
or biological processes, or by the appearance of chemical and
biological matter. They have also been used to observe
chemical and biological reactions in real time.4

The SP is a longitudinal surface charge density oscilla-
tion at the boundary between a metal and a dielectric coupled
to associated electromagnetic(EM) fields.5 Only transverse
magnetic (TM) polarized incident EM fields are able to
couple to the surface charge density oscillation on a flat sur-
face since a component of theE-field normal to the surface is
required. The nature of the SP is that it has exponentially
decaying fields into both bounding media, with the majority
of the fields being contained within the dielectric. Therefore,
the SP is extremely sensitive to the refractive index of the
dielectric, particularly near the SP active surface, and it is
this sensitivity which makes it attractive for use in chemical
or biological sensing.

The SP cannot be optically excited on a single planar
metal/dielectric interface, since the wave vector matching
condition requires the incident light wave vector to be
greater than that available to radiation in the dielectric. There
are two main methods which enable coupling of EM radia-
tion to the SP to occur: prism coupling and grating coupling.
In this paper only prism coupling will be considered, and in
particular the Kretchmann method,6 although SPR sensors
based on gratings have also been investigated.7,8

Since coupling to the SP occurs when the in-plane wave
vector matching condition is satisfied, it will only occur at

particular values ofl (the wavelength of the incident light)
and u (the incident angle). Since a change in the refractive
index of the bounding dielectric changes the wave vector of
the SP, this matching condition requires there to be a corre-
sponding change in the position of the SP inl and/oru. It is
this sensitivity of the position of the SPR to changing refrac-
tive index which may be used to detect changes in the chemi-
cal environment of the system. The simplest method for
monitoring this change involves holdingl andu fixed such
that the reflected intensity which is measured corresponds to
the edge of the SP resonance. As the refractive index of the
dielectric on the nonprism side of the metal film is changed
the measured reflected intensity also changes due to the shift
in SPR position, and a direct relationship between the refrac-
tive index change and the intensity change can be
obtained.1,2 The typical resolution for a system based upon
this method is<5310−5 refractive index units(RIU).3

There are two other SPR detection methods which are
prevalent in sensor applications and these involve measuring
the reflected intensity as a function ofl (Ref. 9) or u (Ref.
10) and determining the position of the reflectivity minimum.
The position of the minimum then changes with the refrac-
tive index of the lower medium, and the two may be corre-
lated in order to produce a system which accurately deter-
mines the refractive index. Typical resolutions for these
methods are 1.5310−6 RIU for angle measurements and
1.8310−6 RIU for wavelength measurements.3 It is also pos-
sible to use differential measurement systems which enable
this resolution to be improved by an order of magnitude.11,12

More recently the possibility of using the change in
phase of the reflected light through the SPR minimum to
determine the refractive index of the adjacent medium has
been investigated.13,14This phase change is far more rapid as
a function of either angle or wavelength than the change in
the reflected intensity, thereby enabling a higher sensitivity
to changes of the refractive index to be obtained. In order to
measure the phase change through the SPR, heterodyne in-
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terference methods are typically used which yield sensitivi-
ties of the order of 5310−7 RIU to be obtained. However,
these phase methods have the disadvantage of added compli-
cation in terms of their experimental arrangement and use.

Finally, there have been efforts to use polarization con-
trol methods to enable the SPR minimum to be narrowed15 or
inverted.16 By using light polarized such that it consists of
both ans (TE) component, which does not excite the SP, and
a p (TM) component which does, and controlling the phase
between them upon reflection from the metal surface, accu-
rate control of the form of the SP reflectivity feature can be
obtained. In the case of narrowing of the SPR minimum this
enables a higher resolution to be obtained. The inversion
method is of interest as it may be possible to track a reflec-
tivity maximum more easily than a reflectivity minimum,
enabling more accurate measurement systems, and therefore
a higher sensitivity. Both of these methods involve the use of
wavelength or angle determination methods for finding the
SP minimum(maximum).

II. THEORY

The use of ellipsometric techniques to investigate SPs
has not received much attention compared to the more typi-
cal techniques of angle or wavelength interrogation. The first
work which suggested the use of ellipsometry for SP analysis
appears to be that of Abelès in 1976.17 A more recent study
linking ellipsometry and surface plasmons in regard to sens-
ing applications is that of Westphal and Bornmann in 2002.18

The Abelès study shows that the use of ellipsometric tech-
niques enables further information on the SPR to be gained
than the more traditional techniques, including information
about the phase through the SPR. This phase information is
normally obtained through heterodyne interferometric meth-
ods in which the absolute phase of thep-polarized light
through the SPR is obtained. This information can also be
obtained through ellipsometric techniques,19 but requires
comparison with a reference beam which has not undergone
the phase changes which occur through the excitation of the
SP. In this present study no separate reference beam is used;
rather, linearly polarized light containing boths- and
p-polarization components is incident upon the SP system,
with the s-polarized component effectively acting as the ref-
erence since it does not experience a phase change due to the
excitation of a SP, whereas thep-polarized component does.
It is only the phase difference between the reflecteds- and
p-polarized components which is obtained, rather than the
absolute phase as in the methods with a separate reference
beam. In fact, for a SPR sensor even this phase difference is
not required to produce a method with a high sensitivity to
the refractive index, as will be discussed later.

Linearly polarized light incident upon a Kretschmann SP
system through an input polarizer set at an arbitrary anglef
will have ap-component of amplitude proportional to cosf,
and ans component proportional to sinf (if the angle of the
polarizer for purep-polarized light is 0°). When these two
components are incident upon the SP system only the
p-polarized component excites the SP, with thes-polarized
component being relatively unaffected.

The Kretschmann SP system may be modeled using
Fresnel’s equations, and in the modeling presented here a
scattering matrix approach is used in order to obtain the
complex amplitude coefficients for reflection from the metal
film. The polarization changes caused by the incident and
output faces of the prism are also taken into account in the
modeling method, producing two complex amplitude coeffi-
cients: rp for the p-polarized component andrs for the
s-polarized component(which are scaled in order to incor-
porate the different initial intensities of thes and p compo-
nents caused by the input polarizer). These two reflection
coefficients of amplitude can be written in the form

rp = A expsidpd,

rs = B expsidsd, s1d

whereA andB are the magnitudes of the two complex am-
plitude coefficients, anddp andds are their phases relative to
the incident light. The phase difference between thep ands
components is also defined asd=dp−ds.

If a second polarizer is now placed after the prism ar-
rangement at some anglec (with 0° again defining the axis
corresponding to purelyp-polarized light) the totalE fields
of the light transmitted through this polarizer are given by

T = rp cosc + rs sin c, s2d

which, upon splitting into the real and imaginary compo-
nents, gives

T = A cosdp cosc + B cosds sin c + isA sin dp cosc

+ B sin ds sin cd s3d

with the measured intensity being given by

I = TT* = A2 cos2 c + B2 sin2 c

+ 2AB cosc sin c cosd. s4d

Since, after reflection, the two orthogonal components
are no longer in phase with each other the resultantE fields
define elliptically polarized light(Fig. 1) with the intensity
for any value ofc given by Eq.(4). If the output polarizer is
rotated such that the intensity is measured as a function ofc,
and the intensity values forc=0° and 90°(corresponding to
the valuesA2 andB2, respectively), and the angular position
of the maximum of the function(cmax, the azimuth of the
ellipse), are determined, it is possible to establish the phase

FIG. 1. A schematic of the ellipse describing the light reflected from a
Kretschmann SP system with incident light consisting of boths andp com-
ponents.cmax is the azimuth of the ellipse, withA andB being the purelyp
ands components.

J. Appl. Phys., Vol. 96, No. 5, 1 September 2004 I. R. Hooper and J. R. Sambles 3005

Downloaded 23 May 2008 to 10.1.150.176. Redistribution subject to AIP license or copyright; see http://jap.aip.org/jap/copyright.jsp



between thep and s components resulting from the excita-
tion of the SP. This determination of the phase differencesdd
is simply achieved by taking the differential of Eq.(4) and
equating it to zero; the resultant expression can then be writ-
ten as

d = cos−1S sB2 − A2dtans2cmaxd
2AB

D . s5d

Since thes component does not change phase upon ex-
citation of the SP, this corresponds to the phase change of the
p component through the SP, although it is not an absolute
measure of the phase since thes component also has a non-
zero phase change relative to the incident light. There are
other methods by which the absolute phase of thep compo-
nent through the SPR can be obtained(as described earlier),
but as a measure for SPR sensors this complication is unnec-
essary, and in fact in this work all that is measured is the
value ofcmax (or cmin), the angle characterizing the semima-
jor (semiminor) of the polarization ellipse. The anglecmax is
also known as the azimuth of the ellipse.

The phase of thep component, and the magnitudeA,
change dramatically through the SPR. If the prism arrange-
ment is oriented at a fixed angle such that the measured
intensity is from the SPR edge on the high angle side of the
intensity minimum, then as the refractive index of the lower
medium is raised(meaning that the SPR moves to higher
angles and passes through the angle being investigated) any
change incmax corresponds to changes in the coefficientsA
and d. This produces a large variation incmax or cmin for
very small changes in the refractive index. It is this change in
cmax or cmin as a function of the refractive index which is
investigated in this paper, and which provides a promising
method for SPR sensing.

III. EXPERIMENTAL RESULTS AND DISCUSSION

A. Nondifferential: Full polarization ellipse method
(large refractive index range ); a demonstration
of principle

The hypotenuse face of a high index(n=1.7305 atl
=632.8 nm) 70° prism is coated with a thin films,45 nmd
of silver. A polytetrafluoroethylene container in contact with
this silver film is then filled with 20 ml of fused silica im-
mersion fluid(from Cargille) which is chosen due to its low
degradation effect on the silver film. This arrangement was
placed on a computer controlled rotating table arrangement,
with a HeNe laser beam(l=632.8 nm, modulated at 1.7 kHz
using a beam chopper) incident upon the prism arrangement
through a polarizer at a fixed angle. After passing through the
prism arrangement the reflected light passes through a com-
puter controlled rotating analyzer, and is detected by a pho-
todiode connected to a lock-in amplifier(with the modula-
tion frequency used as the reference) to give a good signal to
noise ratio. The intensity could, therefore, be measured either
as a function of the angle of incidence upon the prism, or as
a function of the analyzer(output polarizer) angle(now de-
fined ascout to differentiate between the analyzer and input
polarizer—cin). This setup is shown schematically in Fig. 2.

The intensity of the laser without the SP prism arrangement
is also measured in order to enable the data to be normalized,
giving the absolute reflected intensity.

Initially, an angle scan is performed on the system, with
the input and output polarizers both oriented at 0°, so that
only p-polarized light is considered. By fitting these data to
the theory produced from a multilayer optics modeling code
the thickness and permittivities of the metal film are deter-
mined (Fig. 3). The parameters obtained from this fitting
were found to be«r=−18.54±0.01,«i =0.77±0.01, with film
thicknessd=45.0±0.1 nm. The angular position of the SPR
minimum occurred at 63.56° (internal angle), and the rotating
table was then oriented at a fixed angle of 63.83° (internal
angle), for reasons which will be made clear later.

Next the incident polarizer was oriented at −30°(this
angle was chosen since it was found to give the largest
change incmax/min as a function of the refractive index of the
liquid under investigation, while giving a good contrast be-
tween the maximum and minimum values of the intensity as
a function ofcout) and the intensity as a function ofcout was
obtained. It should be noted here that the form of the angular
position ofcmax/minof the polarization ellipse as a function of
the refractive index[given by rearranging Eq.(5)] depends
upon many factors including the parameters of the silver
film, the orientation of the output polarizer, the prism angles,

FIG. 2. A schematic of the experimental arrangement. L, HeNe laser
s632.8 nmd; C, beam chopper; P1, fixed angle polarizer; P2, rotating polar-
izer; D, photodiode detector; PSD, phase sensitive detector. The isosceles
prism angle is 55°, and it has a refractive index ofn=1.7305(at 632.8 nm).

FIG. 3. The angle scan performed at the start of the liquid experiment in
order to determine the parameters of the silver(inset). Both the data and
theoretical fit are shown.
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and the refractive indices of the prism and sample. There-
fore, it is necessary to model the system being investigated
as a whole in order to determine the ideal incident and input
polarizer angles to be used(where ideal means that there is
as large as possible a change in the azimuth of the polariza-
tion ellipse as a function ofn). For this experiment these
parameters were determined to beu=63.83°(internal angle)
andcin=−30°.

By adding small quantities of a second, higher refractive
index matching fluid(n=1.52 from Cargille), the refractive
index of the liquid on the nonprism surface of the metal film
is increased in equal steps over a range from 1.456(the base
refractive index of the fused silica matching fluid) up to
1.4673. For each of these steps the intensity as a function of
the output polarizer angle was obtained. Due to the increase
in the refractive index of the liquid the SPR minimum moves
through the fixed incident angle being investigated, allowing
the polarization ellipse to be determined for various angles
through the SPR minimum. These scans of intensity as func-
tions of c were all fitted to theory using the same system
parameters as for the initial angle scan, with the only vari-
able changed being the refractive index of the liquid(Fig. 4).
Finally, a p-polarized angle scan was again performed and
compared to theory in order to ensure that the parameters of
the system had not changed throughout the experiment
(Fig. 5).

The initial incident angle scan data in Fig. 3 shows very
good agreement with theory, as do the output polarizer angle
scans(Fig. 4), and the final angle scan(Fig. 5). It is also
clear from Fig. 4 that there is a considerable change in the
angular position giving the maximum value of the intensity
scmaxd as the refractive index of the liquid is increased. In
Fig. 6 a theory plot of the modulus of the differential of the
intensity with respect to the output polarizer angle as a func-
tion of the output polarizer angle and the refractive index of
the liquid is shown(this is plotted since the maximum of the

intensity—zero in the differential—is clearer than if the in-
tensity is plotted). Also shown on this plot are the positions
of the maxima obtained from the experimental data for all
values of the refractive index investigated. The change in
cmax over the refractive index range investigated is<80°,
with cmax varying approximately linearly with refractive in-
dex over a range of about 0.002 RIU. It is also clear from
Fig. 6 that the maximum range of the method is<1
310−2 RIU, since beyond this range there is only a small
change ofcmax with a change of RI.

The resolution of a SP sensor system can be defined as
the local slope of the response curvesDn/Dcmaxd multiplied
by the resolution of the measurement. For this simple mea-
surement systemcmax can be measured to an accuracy of
<0.2°. Then with the local slope of the response curve being
approximately 5310−5 RIU/deg, it yields a calculated reso-
lution of 1310−5 RIU, which is worse than the other angle
and wavelength methods described previously in this paper.

FIG. 4. The detected intensity as a
function of the output polarizer angle
for three different liquid mixtures cor-
responding to refractive indices of(a)
1.4560, (b) 1.4617, and(c) 1.4673.
Both the experimental data(crosses)
and the theory(full line) are shown.
The theoretical lines are obtained us-
ing the same parameters for the system
as obtained from the initial angle scan.

FIG. 5. The angle scan obtained at the end of the liquid experiment, with a
theoretical line obtained using the same system parameters as obtained from
the initial angle scan apart from a change of liquid refractive index.
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However, more accurate measuring systems forcmax/min are
described in the following sections which allow this resolu-
tion to be improved dramatically.

B. Differential Methods

1. A differential ellipsometric method without
feedback

A Faraday rotator is a material which rotates the plane of
polarization of light passing through it when it is placed
within a magnetic field. The amount of polarization rotation
for a given magnetic field is a property of the material, and
varies linearly for small magnetic fields. By applying a sinu-
soidally varying field a dither in the plane of polarization is
obtained. If the chopper in the experimental arrangement
shown in Fig. 2 is removed, and a Faraday rotator is placed
either before or after the sample with the frequency of the
sinusoidally varying magnetic field used as the reference in
the phase sensitive detector(PSD), the differential of the
intensity as a function ofcout may be obtained. The mini-
mum position of the cos2 c curve then appears as a zero in
the differential curvessin 2cd, which allows the use of a
feedback loop to change the output polarizer angle in order
to compensate for any rotation of the polarization from the
SP arrangement due to a change in the refractive index of the
sample. In addition, as well as applying a sinusoidally time-
varying magnetic field to the Faraday rotator, a quasistatic
field can also be applied in order to give a rotation of the
plane of polarization to compensate for the change of refrac-
tive index. Plots of changes incout (or of the quasistatic
magnetic field applied to the Faraday rotator) indicate any
change in the refractive index of the sample. There are two
significant benefits to using this differential technique. First
the differential signal varies its magnitude faster as a func-
tion of cout than does the nondifferential signal allowing
greater sensitivity to any changes in the orientation of the
plane of polarization, with the change in the measured signal
being approximately linear around the zero point. Second,
since the zero in the signal is independent of the intensity of
the laser being used, fluctuations in the laser intensity have

no effect on the data if a feedback loop locked to the zero is
being used. It is also possible to not use a feedback loop and
simply monitor the signal changes around the zero point of
the differential curve. This gives the benefits of the increased
sensitivity of the differential method, but still suffers from
variations in the laser intensity. It is this method which is
presented in this section with the feedback method discussed
last.

In this experiment the Faraday rotator is a 5 mm diam-
eter, 3.6 cm long rod of terbium gallium garnet(TGG)
sVerdet constant=−134 rad T−1 m−1d placed within two 500
turn coils, one outside the other. A 210 Hz sinusoidal ac cur-
rent is passed through one of these coils creating a time
varying magnetic field at the TGG rod, with the option of
using a dc current through the second coil to give a compen-
sation(quasistatic) magnetic field at the TGG rod providing
feedback. The time varying magnetic field gives the required
sinusoidal dither of the plane of polarization needed to obtain
the differential of the cos2 c intensity variation withcout.

In order to determine the smallest polarization rotation
which could be measured using the differential system with
the TGG Faraday rotator the sample was removed and all
components placed in line with each other. The output polar-
izer angle was set orthogonal to the input polarizer such that
the differential signal read as close to zero as was possible.
By rotating the output polarizer by small increments and
measuring the signal and noise of the signal the smallest
rotation measurable could be determined. If the smallest sig-
nificant change in the signal is considered as being given by
23 the standard deviation of the noise(in other words 95%
of the points in the data set would occur within this value
unless a rotation has occurred), then the smallest rotation
measurable is<2310−5 deg. As described earlier, the reso-
lution of a SP sensor system can be defined as the local slope
of the response curvesDn/Dcmind multiplied by the resolu-
tion of the measurement. Typically, local slopes of the re-
sponse curves are of the order of 5310−5 RIU/deg(depend-
ing on the precise system being investigated). If the smallest
measurable polarization rotation is 2310−5 deg this would
imply that refractive index changes of the order of 1
310−9 RIU could be measured. In reality this is not possible
due to increased noise from the sample(vibrations) and
changes in the atmospheric conditions(temperature and pres-
sure) which are commonly thought to be a problem at below
<1310−7 RIU.

In this experiment a 54 nm silver film was deposited
onto a 45° SiO2 prism by thermal evaporation. Ap-polarized
reflectivity scan was performed on the sample and fitted to
theory in order to characterize the silver film(Fig. 7). From
this, modeling was performed in order to determine the ideal
angle setting of the sample and input polarizer to give the
steepestDn/Dcmin curve whilst maintaining a sufficiently
large difference between the maximum and minimum of the
intensity as a function ofcout curve to enable a strong dif-
ferential signal to be maintained. For this system the model-
ing showed that the SP arrangement should be oriented at an
internal angle of 45.045°(0.124° external angle) with the

FIG. 6. A theoretical plot of the modulus of the differential of the intensity
with respect to the polarizer angle(using the parameters for the system
obtained from the initial angle scan), with the squares corresponding to the
positions ofcmax obtained from the experiment. The white in the grayscale
plot corresponds to the zero in the differential, which gives the theoretical
position ofcmax as a function of the refractive index.
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output polarizer oriented at an angle of 30° from that which
allows purep-polarized light to pass. The arrangement used
for the experiment is shown in Fig. 8.

The differential signal from the PSD was then measured
as a function of time as a gas mix adjacent to the SP-active
interface was changed from pure nitrogen to pure argon with
the amount of argon in the mix then being changed in<10%
steps while reverting to pure nitrogen between steps. Note,
there was also an approximately linear trend in the data due
to long term changes in atmospheric conditions which has
been removed from the data, which is shown in Fig. 9.

The signal change arising from a 1° rotation of the po-
larization ellipse was determined by rotating the output po-
larizer by 1°, and was found to be 5.6 mV. Since the change
in signal is approximately linear in the region of the zero in
the differential intensity curve this value was used to convert
the measured signals shown in Fig. 9 to rotations of the
polarization ellipse, which could then be compared to theory.
This is shown in Fig. 10. There are two theory lines shown in
Fig. 10, one for an incident external angle of 0.124°, and one
for an incident external angle of 0.122°. Even though the
incident angle used in the experiment was intended to be
0.124°, it is clear that the model theory corresponding to an

incident angle of 0.122° compares better with the data. This
is a result of the difficulty in orienting the sample to this
precision. Also, the majority of the discrepancy between the
theory and the data is due to the inaccuracy in mixing the
two gases. It is clear from Fig. 9 that a refractive index
change due to the presence of<4% argon is the smallest
measureable by this experiment, and this corresponds to a
refractive index change of<5310−7 RIU. Due to detector
limitations (the light threshold before overloading) the RI
range is reduced to<1310−4 RIU, as opposed to the 1
310−2 RIU for the experiment in the preceding section.

The resolution obtained from the experiment is approxi-
mately three orders of magnitude worse than would be ex-
pected when compared to the theoretical best obtained by
multiplying the local slope of the response curve by the
smallest resolvable rotation change without the sample
present. There are three main sources of noise which limit
the resolution: atmospheric changes, vibrations, and fluctua-
tions in the gas mixture. The fluctuations in the gas mixture
are quite significant, although it is not certain whether they
are due to temperature or flow(pressure) fluctuations. This is
clear when the noise in the data when gases are flowing
through the cell is compared to that when the flow cell is
sealed. The noise when the cell is sealed is approximately
one half to one quarter of that found when the gases are

FIG. 7. The measured data and comparison with theory of the surface plas-
mon resonance used for the differential experiment. The silver film param-
eters obtained are shown, and these were subsequently used in comparing
the data obtained from the differential experiments with theory.

FIG. 8. A schematic of the experimental arrangement used in both differen-
tial experiments. Note, the refractive index of the prism is now 1.456, with
the prism angle being 90°.

FIG. 9. The measured signal obtained for the nonfeedback differential ex-
periment as the proportion of argon in the argon-nitrogen mix is changed.

FIG. 10. A comparison of the data obtained from Fig. 9(after conversion to
polarization rotation) with the theory obtained using the parameters obtained
from Fig. 7. Two theory lines are shown: one for an incident external angle
of 0.124° (the intended incident angle), and one for the best comparison
with the data at an incident external angle of 0.122°.
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flowing, and clearly this could be eradicated with a more
sophisticated gas mixing/supply process. The atmospheric
changes tend to be long period variations due to changes in
temperature and pressure which for a system such as the one
investigated could only be eradicated through operation in an
atmosphere-controlled room. A more significant contribution
to the short term are any vibrations of the sample. Since the
SPR is narrow in angle, any vibration causing the light to
impinge upon the sample at a slightly altered angle has a
large effect on the measured signal. In this experiment the
sample is mounted on a rotating table, in order to allow the
incident angle to be set accurately, and, even though the en-
tire system is mounted upon a vibration-damped optical table
and the sample is fixed rigidly, some vibration will still oc-
cur. One possible means of reducing the effect of these vi-
brations for chemical and biological sensors, where specific
molecular interactions through specific binding events to
molecules coating the metal film give rise to the SPR change,
is to use pixelated systems where one region(pixel) of the
silver film is not coated with the binding molecules and to
use this uncoated pixel as a reference. This would then re-
move a large proportion of the atmospheric and vibrational
noise giving an increased sensitivity to local refractive index
changes.

2. A differential ellipsometric method with feedback

In this experiment the same experimental arrangement as
that described in the preceding section(shown in Fig. 8) is
used, but in this case a feedback circuit to the compensation
second coil surrounding the Faraday rotator is used in order
to lock to the zero in the differential signal. This is achieved
through “labview,” which outputs a voltage to a voltage-
controlled current source, the output of which was connected
to this second coil. The voltage dependence of the rotation of
the plane of polarization by the Faraday rotator was deter-
mined, enabling the voltage required to keep the differential
signal at zero to be converted to a rotation of the polarization
ellipse, and hence the position ofcmin could be accurately
determined.

An experiment involving changing the composition of a
mixture of argon and nitrogen gases, as in the preceding
section, was performed and the results of this are shown in
Fig. 11, with the corresponding comparison of the polariza-
tion rotation with theory shown in Fig. 12. By comparing the
results in Fig. 11 with those for the nonfeedback differential
experiment in Fig. 9 it is clear that some of the noise has
been removed, which enables even smaller percentages of
argon in nitrogen to be resolved. This reduction in noise is
most likely due to the fact that any change in the intensity of
the illuminating light source will not have any influence in
the measured signal since this remains locked at zero. How-
ever, it is also possible that some of the reduction in noise is
due to the slightly different data averaging methods needed
for the two experiments. From Fig. 11 it appears that argon
percentages below 2% may be resolved corresponding to a
refractive index resolution of better than 2310−7 RIU. This
is comparable to other differential experiments involving
angle or wavelength interrogation of SPRs, and also to the
heterodyne phase methods. The comparison to theory shown

in Fig. 12 shows good agreement, although, as with the non-
feedback differential experiment, the theory obtained for an
incident angle of 0.122° shows better agreement than that for
the intended incident angle of 0.124°, with the majority of
the discrepancy between theory and data being due to the
inaccuracy in the gas mixing process.

IV. CONCLUSIONS

In this paper an ellipsometric method for using SPRs in
chemical and biological sensing has been presented. The
method depends upon determining the azimuth of elliptically
polarized light resulting from the reflection of light consist-
ing of boths andp components from a Kretchmann SP sys-
tem. The azimuth angle of this ellipse is related to the phase
difference between thes and p components of the reflected
light, and since the phase ofp-polarized light undergoes a
sharp and pronounced change through the SPR it is found
that the azimuth angle of the polarization ellipse also shows
a pronounced variation through the SP resonance. Due to the
sensitivity in the angular position of the SPR with the refrac-
tive index of a liquid bounding the SP active medium, this
azimuth-determination method provides a sensitive measure

FIG. 11. The measured signal obtained for the feedback differential experi-
ment as the proportion of argon in the gas mix was changed. The sign of the
voltage is opposite to that in Fig. 9 because the phase of the reference signal
with respect to the measured signal was 180° different in this experiment.
The choice of a positive direction is arbitrary.

FIG. 12. A comparison of the data obtained from Fig. 11(after conversion
to polarization rotation) with the theory obtained using the parameters ob-
tained from Fig. 7. Two theory lines are shown: one for an incident external
angle of 0.124°(the intended incident angle), and one for the best compari-
son with the data at an incident external angle of 0.122°.
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of the refractive index of the sample. Three experiments to
monitor this change in the azimuth position of the polariza-
tion ellipse have been described in detail, one nondifferential
and two differential. The nondifferential method is shown as
a demonstration of the principle and has a refractive index
resolution of only<1310−5 RIU, which is an order of mag-
nitude worse than given by typical methods using angle or
wavelength interrogation of the SPR. However, this resolu-
tion is simply limited by the determination of the angular
rotation of the polarization ellipse. In the differential meth-
ods, a Faraday rotator is used to give a dithered plane of
polarization; this leads to an increased refractive index sen-
sitivity. With a Faraday rotator as the polarization modulator,
and without a feedback mechanism, the refractive index
resolution is 5310−7 RIU, whereas with feedback the reso-
lution is 2310−7 RIU. These figures correspond to an angu-
lar resolution of the polarization azimuth of between 0.004°
and 0.01°. This is limited by noise in the signal which, for
the Faraday rotator, is believed to be caused almost entirely
by atmospheric variations and vibrations. Reductions in
noise would obviously allow much smaller refractive index
changes to be measured. The maximum range of refractive
index which can be measured using this technique is<1
310−2 RIU, although for higher sensitivity this range is re-
duced due to detector limitations.

The fact that these differential methods have no moving
parts, are relatively simple, and are at least as sensitive as the
commonly used angle and wavelength determination meth-
ods means that they may be attractive as robust biological
and chemical sensing elements.
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